[Infections in pacemaker carriers (author's transl)].
Of 2243 cardiac pacemakers implanted at the cardio-surgical centre of the surgical clinic in the University of Padua, 150 cases of infection were observed, mostly caused by a delayed cutaneous decubitus from the electrode or the battery. The main causes for infection in pacemaker carriers and the most suitable means for their prevention are discussed.